
In the new Food Code, retail 
food establishments serving 
thin foods such as ham-
burger patties, pork chops, 
chicken breasts and fish fil-
lets must have a small-
diameter probe thermome-
ter to check these 
foods. 

An example of a small-
diameter probe is a 
thermocouple, as 
shown in the picture to 
the right. 

Bi-metal thermometers 
(dial or digital as 
shown below) are not 
designed to measure 
the temperatures of thin foods, 
and can only be used for foods 
like soups, roasts and tuna salad. 

 

 

 

 
Temperature Ranges—Use 
thermometers  with a range ap-
propriate for the food being 
tested. 

Thermometer Care 
Food thermometers should be 
cleaned between uses with indi-
vidual alcohol wipes or cleaned 
with soapy water, rinsed and 
sanitized like you would with any 
food contact surface. 

 

Calibrating a Thermometer 
 
Thermometers should be cali-
brated if they are dropped, seem 
inaccurate or at a frequency ac-

cording to manufacturer’s direc-
tions.   

The most common method to 
check the accuracy of a food ther-
mometer is using ice water: 

 Pack a large cup to the top 
with crushed ice and top 
with water 

 Put the thermometer at least 
2 inches into the ice thick 
slurry. 

 After 30 seconds (or less) it 
should read 32ºF (0ºC). 

If the thermometer is not reading 
32ºF (0ºC), then adjust according 
to manufacturer’s directions.   
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FOOD CODE,  
OAR 603-25-0030, 

CHAPTER 4-302.12 
A)  FOOD TEMPERATURE MEAS-
URING DEVICES shall be pro-
vided and readily accessible 
for use in ensuring attain-
ment and maintenance of 
FOOD temperatures as speci-
fied under Chapter 3. Pf  
 

B)  A TEMPERATURE MEASUR-
ING DEVICE with a suitable 
small-diameter probe that is 
designed to measure the 
temperature of thin masses 
shall be provided and readily 
accessible to accurately 
measure the temperature in 
thin FOODS such as MEAT 
patties and FISH filets. Pf   

PUBLIC HEALTH 
REASONS: 

The presence and accessibil-
ity of food temperature 
measuring devices is critical 
to the effective monitoring of 
food temperatures.  Proper 
use of such devices provides 
the operator or person in 
charge with important infor-
mation with which to deter-
mine if temperatures should 
be adjusted or if foods should 
be discarded.   
 
Bimetal, bayonet style ther-
mometers are not suitable for 
accurately measuring the 
temperature of thin foods 
such as hamburger patties 
because of the large diameter 
of the probe and the inability 
to accurately sense the tem-
perature at the tip of the 
probe.  However, tempera-
ture measurements in thin 
foods can be accurately de-
termined using a small-
diameter probe 1.5 mm 
(0.059 inch), or less, con-
nected to a device such as 
thermocouple thermometer.   
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